1. Introduction {#sec0005}
===============

Dengue disease is caused by females of *Aede*s spp. mosquitoes infected with RNA-containing dengue virus (classified has a category A agent by the Centers for Disease Control and Prevention (CDC, USA) and is the most important arthropod-born disease in the present. It affects more than 100 countries worldwide [@bib0005] and threatens around half of the world population [@bib0010], mainly urban populations in the tropical world, while being a serious threat to more temperate countries. For this, the deforestation processes, the human population burst and the collapse of vector control programs in tropical and developing countries, as well as the enormous worldwide expansion in air travels, have largely contributed. Symptoms are highly non-specific, usually arising after an incubation period of up to two weeks (coinciding with the sudden of viral particles in the blood) [@bib0015]. As a potential cause of fatal hemorrhagic fever, dengue disease may occur in the form of four antigenically related viral serotypes (DENV1--4). Dengue viruses have a capsid with three structural proteins, including a glycoprotein-E responsible for attachment to host cells and reconnaissance by specific antibodies. They also possess a single-stranded RNA (ssRNA) genome, of 11 kbp and 4 kDa, with a single open-reading frame (ORF) flanked by two non-translated regions at each end, plus seven sequences codifying non-structural proteins, the most well-known being non-structural 1 protein (NS1) [@bib0020]. Apart the more common and less dangerous dengue fever, dengue hemorrhagic fever (DHF) or even dengue shock syndrome (DSS), both conditions requiring critical healthcare, may also occur. Most infections are asymptomatic, but an enormous increase in the DHF and DSS cases has been reported in the past decades. During 2008, the Americas reported, to the World Health Organization (WHO), around 900,000 suspected cases of dengue (with almost 60,000 confirmed), 25,000 of DHF and more than 306 fatal cases. The Brazilian State of Rio de Janeiro, in which a serious and widely reported outbreak occurred during that period, accounted for more than 32,000 cases of dengue fever (almost 40% of the total number of cases in Brazil) and around 250 cases of DHF [@bib0025]. Despite all serotypes cause disease, studies in Southeast Asia evidenced higher probability for occurrence of severe symptoms in secondary infections with DENV2 than with the other serotypes [@bib0030], probably the reason why, in most of the biosensors described ahead, DENV2-related nucleic-acid and immunological (antibodies or antigens) biomarkers have been predominantly reported. Although identical seroprevalence rates that have been registered between Asian and Caribbean new mothers and neonates, much higher incidences of DHF and DSS have occurred in Southeast Asia than in Caribbean, probably resulting from different circulating dengue genotypes, genetic resistance in human populations or differences in vector control. Detailed explanation of this fact may be crucial to avoid, in the Americas, the alarming scenario of Southeast Asia [@bib0035]. In Africa, notifications of dengue and other arboviral infections have been, most probably, highly underestimated [@bib0040]. In the absence of approved vaccines or therapeutics, which should be effective against all the four serotypes, accurate and rapid diagnoses are urgently needed against the most deadly forms of the disease. Longer acute febrile periods caused by dengue infections, when compared to other causes of acute fever syndromes, have been reported [@bib0045]. However, clinical diagnosis is usually insufficient for specific identification of the etiological agent, especially for disease surveillance purposes, hence requiring definite serological or virological laboratory confirmation. Highly sensitive virus isolation in culture followed by immunofluorescence microscopy employing dengue-specific antibodies has been considered the "gold-standard" for conventional dengue diagnosis, but requires high-level equipment and manpower and, due to the low replication rate of dengue virus, is not adequate for early diagnosis. Apart the general drawbacks of serological tests, some of them, namely the hemagglutination-inhibition (HI) and the neutralization test, are cumbersome, expensive and significantly non-specific [@bib0015]. Monoclonal antibody capture-enzyme linked immunosorbent assay (MAC-EIA) and reverse-transcription polymerase chain-reaction (RT-PCR) have been mainly used for routine laboratorial diagnosis of dengue infections although, like the former, they still fail to accomplish all requirements for successful decentralized diagnosis in tropical and developing countries: simplicity, economy, rapidity and accuracy [@bib0050]. These features can be materialized all together in the emerging paradigm of point-of-care (decentralized) testing for bioanalytical clinics, corresponding to near-patient analysis (in the healthcare unit or at home), even in remote regions and by non-skilled individuals (including end-users). Reliable and high-throughput sample processing in a timely manner are ultimately envisaged in point-of-care testing. These tailored tests, many of which consist in the well-known and widely available test strip format (also called immunochromatographic or lateral-flow tests), may thus be considered valuable complements of conventional, in-the-bench analytical techniques, not only for allowing remote detection, but also because rapid information permits improved decision making processes (*e.g*., in emergence situations), as well as reducing the amount of samples reaching the laboratory, especially when they undertake simultaneous determination of several analytes (multiplexing) [@bib0055]. Technological improvements in bioelectronics have driven the appearance of many methodologies and analytical devices, as valuable alternatives to conventional laboratory assays, for rapid and accurate detection of infectious pathogens. Many commercial immunoassay kits for serological diagnosis of dengue infections based on MAC-EIA are already available, but usually require long assay times (in the order of some hours) and time-consuming sample processing (including extensive washing and incubation steps). This is why it is difficult to considerer these immunoassays as true rapid diagnostic tests. This article overviews published literature, especially dated from the last decade, about biosensors and rapid diagnostic tests for biomolecular diagnosis of dengue disease, both with clinical or simply model synthetic samples. Of note, experimental conditions in biosensors and rapid tests assaying synthetic target biomarkers may not differ significantly from those of real samples [@bib0060].

2. Routine dengue diagnosis by MAC-EIA and RT-PCR: features and limitations {#sec0010}
===========================================================================

RT-PCR and MAC-EIA are the main routine laboratory tests more employed worldwide to the diagnosis of dengue infections, as described in Sections [2.1](#sec0015){ref-type="sec"}, [2.2](#sec0020){ref-type="sec"}.

2.1. RT-PCR {#sec0015}
-----------

Early diagnosis is important to hinder the development of long-term serious symptoms and the spread of dengue disease. PCR and PCR-related techniques have been employed for a long time to routine diagnosis of viral infections, including dengue. The performance of PCR for the amplification of pre-defined dengue genomic sequences greatly depends on the specificity of pre-designed primer sequences, in order to conveniently target the desired genomic regions. One of the biggest challenges in molecular diagnosis of dengue viruses is the high variability among the genomic sequences of the different serotypes, but the 3′-noncoding region (3′-NR) of dengue virus RNA, of near 400 bp, has been used as the most favorable target for this purpose. The 3′-NR contains the most conserved sequences among all the serotypes, as well as serotype-specific sequences. It can thus be used to simultaneously amplify, by RT-PCR, all dengue serotypes in a given clinical sample, and to build specific primer sets to identify and quantify each one of those serotypes, as shown in a study employing highly sensitive and specific fluorogenic detection [@bib0065]. A major challenge for early dengue diagnosis by RT-PCR is the small (up to one week) period available for successful detection of viremia. Infection with a given dengue serotype usually confers life-long immunity against that serotype but enhances susceptibility to the remaining. Thus, accurate identification of prevalent circulating serotypes and genotypes may be crucial for predicting epidemiological implications and patterns during and after epidemic outbreaks. RT-PCR is even able to rapidly detect new infecting serotypes in endemic areas [@bib0070]. Therefore, in the context of epidemiological and evolutionary studies, PCR-based techniques (such as nested PCR, single-tube multiplexed PCR or even real-time automated PCR [@bib0075]) find extreme usefulness where serology fails [@bib0015]. However, PCR-based methods need stringent quality control and meticulous manipulation of biological specimens to avoid false-positive results due to easy unwanted amplification of contaminants. Additionally, serum samples for RT-PCR assays must be stored at extremely low temperatures due to the intrinsic liability of dengue RNA genome, which is not feasible in many endemic areas.

2.2. MAC-EIA {#sec0020}
------------

Measurements of non-structural dengue proteins, mainly the NS1, and of specific immunoglobulins G (IgG) or M (IgM) dengue antibodies, have been frequently chosen as the preferred serological tests. Typically, dengue infections elicit stronger and more specific IgM than IgG responses in primary flaviviral infections and in individuals never immunized before with a flaviviral vaccine, while the opposite happens in secondary infections. On this basis, EIA is suitable to distinguish between primary and secondary dengue infections based on the IgM/IgG ratio. On the other hand, serum is a suitable biological fluid for testing since it is highly stable at tropical temperatures even after prolonged exposure [@bib0015]. Accordingly, colorimetric IgM MAC-EIA is the most widely used technique for dengue serological diagnosis. Classical MAC-EIA assays are usually cheaper, simpler, faster and more informative than other serological tests [@bib0080]. However, the MAC-EIA test is not always available in resource-limited healthcare settings. Moreover, the cost of these lab-based assays, in general, is still too high for purchase by developing countries where dengue exists, especially if point-of-care is envisaged, including by end-users. In particular, IgM-based assays are widely available for utilization in dengue-endemic countries, although they should not be used as confirmatory tests for current disease (especially in the first days of illness [@bib0085]), since IgM antibodies only appear in the blood at least five days upon infection and persist thereafter for 2--3 months. Being IgM a biomarker for acute infections and IgG for previous (primary) infections, concomitant detection of both may enhance diagnostic accuracy [@bib0090]. In conclusion, classical serological techniques for dengue diagnosis have, in general, low sensitivity, high complexity and long assay times, reducing their usefulness during the first days of illness. Many commercial diagnostic kits based on MAC-EIA for dengue diagnosis are available [@bib0095], [@bib0100], being the predominant type of immunossays in most clinical settings [@bib0105]. Dengue NS1 antigen-based kits, in particular, have proven to be highly valuable for rapid on-site screening of dengue-infected travelers in international airports, including in countries where dengue is not endemic [@bib0110]. This is of utmost importance to quickly forward these patients for medical treatment and follow-up in healthcare units, a possibility to drastically diminish the burden of mosquito control measures. Most of these test kits have limited sensitivity in patients with acute febrile illness in endemic areas [@bib0115], [@bib0120]. Related rapid test kits claiming enhanced rapidity, sensitivity and specificity have also been cited elsewhere [@bib0125], although further improvements in detecting low levels of NS1 antigens in acute-phase serum samples from patients with secondary infections and with several strains (of all four serotypes) circulating in different geographical regions are still required to increase the reliability of these tests. Many of these kits may still lack validation and standardization, for which multi-institutional studies may be necessary [@bib0130]. Interpretation of serology results frequently is not conclusive because of misjudgment with other febrile illnesses, especially other flaviviroses (*e.g*., yellow fever and viral encephalitis), in secondary infections (due to cross-reactivity with serotype-specific dengue antibodies from previous infections) and in individuals previously vaccinated against yellow fever or Japanese encephalitis (also due to cross-reactivity) [@bib0015]. Serological analysis may be useful for diagnosis of dengue infections and for surveillance purposes when used together with clinical and epidemiological data [@bib0135]. To be confirmatory by themselves, although of low utility in early diagnosis, serological tests usually require testing paired serum samples (collected in the acute and convalescence phases), which is more tedious and time-consuming [@bib0140]. In general, MAC-EIA and RT-PCR assays require a range of laboratory facilities and skilled manpower that are prohibitive for point-of-care testing in resource-limited settings.

3. Biosensors and rapid tests for biodiagnostics {#sec0025}
================================================

3.1. Biosensors and rapid tests: clarifying concepts {#sec0030}
----------------------------------------------------

Fundamental scientists and engineers involved in research and development of biodiagnostic devices and techniques usually employ the term *biosensor* to describe them, while the medical community and people in general know them preferentially as *rapid \[diagnostic\] tests*. Rapid tests are usually seen as simple and inexpensive devices for qualitative or even quantitative biodetection, and able to be used not only by non-specifically skilled healthcare professionals within clinical settings, but also by the end-users (patients) themselves, in domestic and in-the-field contexts. The term *biosensor* is usually applied to prototypes of new bioanalytical devices, frequently at and in-the-bench development stage (proof-of-concept demonstration) only. The concept has also been used to describe new biosensing techniques and methodologies, even though no commitment exists towards further development of a fully automated and (desirably) portable diagnostic device. As such, as any bulky analytical technique for laboratory analysis, biosensors have been commonly tailored to be highly sensitive, specific, fast and response-proportional [@bib0145] (this last requirement, however, is losing importance as ongoing advances in signal processing technology proceed). Although very common in the literature, specific characterization of biosensors based on high sensitivity and selectivity is a questionable issue since, in general, all analytical techniques and devices ultimately envisage this goal. Only few biosensor schemes (research level) proceed towards prototype and device production (development level) and, not surprisingly, the concept of biosensor has been restricted mainly to the laboratory, hence belonging to a scientifically limited domain. Many obstacles arise when attempting to go further, *i.e*., to mass-production and commercialization. In fact, the still limited availability of commercialized biosensors may be due mainly to a lack in the appropriate technology for cost-effective manufacture than a lack of fundamental (scientific) knowledge [@bib0015]. Moreover, the 'real world' of biosensor markets fort Health, especially for in-the-field diagnosis in developing countries, poses hard challenges, especially the demand for high-throughput testing and related mass-production. Thus, the common high-performing standard paradigm of conventional laboratory-based analytical devices, usually relying in high sensitivity, selectivity and reproducibility, tends to shift, in the point-of-care, towards the pursuit for simpler, cheaper and faster diagnostic tests. These favorable and desirable characteristics of rapid diagnostic tests for field applicability are frequently achieved at the expense of decreased analytical accuracy (although maintaining reliability, at least at a certain level). Ideally, these tests must be produced in the form of portable (miniaturized), automated (self-powered) readout devices coupled to disposable peripherals (*e.g*., test strips) where the biorecognition event occurs. Disposability is necessary to avoid contamination when dealing with infectious agents, which guarantees the commercial viability of cheap microfabricated devices for clinical diagnosis [@bib0150]. However, the importance of prior purification and chemical modification steps has been relatively underestimated in the development of such simple and inexpensive tests, which is especially relevant in the case of complex biological samples. In the case of DNA detection in clinical samples, there is still the problem of the usual very low levels of DNA. Human genomic DNA levels in blood, for instance, may be 10^14^ fold that of a pathogen DNA from a typical blood infection, which may significantly hamper achieving good selectivity levels [@bib0155]. Suitable inclusion of these sample preparation steps has thus been undertaken in disposable chip-based and microfluidic (lab-on-a-chip) device formats (see following section for more details). Obviously, these devices do not entirely comply with the exquisite requirements of ideal rapid diagnostic tests, constituting rather a somewhat mid-term between these and heavy laboratory analytical devices. It is expected, however, that simultaneous compliance with point-of-care requirements and analytical reliability may define a desired balance towards the production of improved devices for successful in-the-field applicability. In short, the distinction between biosensors and rapid diagnostic tests is not always straightforward. In this paper, some care was taken to assign the concepts of biosensors and rapid tests to, respectively, in-the-bench and fully developed analytical devices. However, usually it is not easy to assess the exact developmental stage of these devices, the reason why establishing such a distinction was not a major concern ahead.

3.2. Micro- and nanofabrication {#sec0035}
-------------------------------

On the past few decades, advances in micro- and nanofabrication techniques based on the planar silicon industry of integrated circuits have leveraged the development of disposable (single-use) chip-like biosensors with improved performance (namely in terms of sensitivity and selectivity) and amenable for point-of-care testing as a way to overcome the usual problems of low stability (normal room temperature usual limits biosensor shelf-life up to some months [@bib0160]), difficult sterilization (due to labile elements) and modest selectivity (due to interfering substances present in the complex biological samples) of current biosensors. Many of these tests have been produced in the form of simple immunochromatographic strips for inexpensive and easy visual (colorimetric) detection, usually requiring dried-stored reagents and no additional instrumentation. Miniaturization trends have greatly obviated the usual limitations of lab-based techniques, by providing lower consumption of power, sample volumes and costly and hazardous reagents, shorter assay times, lower operating costs and improved portability compared to bulky laboratory methods [@bib0165], which is especially important for point-of-care diagnosis in the tropical and developing countries where dengue is endemic. High-throughput microarray technology, in particular, has proven to be very useful for simultaneous testing of dengue virus and other arboviruses circulating in a given region, as well as for screening pathogens responsible for the occurrence of dengue-like symptoms [@bib0170]. Nevertheless, the standard technology is still too expensive and complex for biological analysis, not only for point-of-care usage, but even for routine laboratory testing. Further limitations of current microarrays include strong sample concentration dependence, limited resolution at high biomolecule densities and difficult array scaling-down [@bib0175]. More recently, lab-on-a-chip devices have emerged as second-generation chips. By suitable integration of modules for sample processing and analysis in a single device, lab-on-a-chip schemes offer enhanced flexibility and discriminatory ability over conventional biosensors and chips, although minimization of the sample preparation procedure is an ultimate goal towards device simplification and easiness-to-use. Very often, lab-on-a-chip devices also include a prior calibration step before each measurement [@bib0055]. DNA analysis, in particular, usually requires extensive sample processing. Taking in consideration that DNA is the most easily amplifiable biomolecule, a module for DNA amplification by PCR-based techniques is usually required in microfluidic devices, owing to the extremely small concentrations of DNA in biological fluids. To be used as probes in DNA biosensors, short oligonucleotides yield relatively exact sequence identification, while longer DNA fragments provide higher tolerance for sequence mismatches and hence improved ability to detect diverged strains [@bib0170]. PCR-free (*i.e*., unamplified) DNA detection has been pursued along with DNA chip development, but only with moderate success. Progresses in this area may be extremely useful for accurate biomolecular detection of dengue infections and for unambiguous serotype identification as well. However, current lab-on-a-chip devices, despite being simpler than conventional laboratory analytical apparatus, still require complex and somewhat expensive fabrication procedures onto plastic or glass substrates, thus severely limiting their affordability and availability by poor countries. Future development of new biosensor platforms may eventually benefit from materials with improved analytical performance (*e.g*., paper-based materials), especially in terms of enhanced sensitivity [@bib0180], as well as simplicity and cost-effectiveness to allow wide utilization in developing countries, as those affected by dengue disease.

4. Biosensors and rapid tests for dengue molecular diagnosis {#sec0040}
============================================================

The sub-sections ahead refer to an overview of the available literature about reported methodologies and devices for detection and identification of specific biomolecules (both from clinical and synthetic origin) related to dengue virus. The three first sub-sections concern the three main types of physical transduction mechanisms (electrochemical, optical and piezoelectric), while the fourth compiles the information concerning some performance parameters of these biosensors.

4.1. Piezoelectric {#sec0045}
------------------

Among the reported dengue biosensors in the literature is an immunochip employing two specific monoclonal antibodies, immobilized into a piezoelectric transducer, for detection of glycoprotein-E and NS1 protein from DENV2 [@bib0185]. Multi-antibody coating allows the capture of several different antigens, which increases the overall mass and thus the detection signal. This layout exhibited 100-fold higher sensitivity than conventional EIA and a short response time (30--60 min). In another work, instead of conventional antibody immobilization onto a quartz crystal microbalance (QCM) surface for piezoelectric detection of antigens, a thin film of molecularly imprinted polymers (MIPs) specific for the dengue viral NS1 protein was formed by polymerization of monomers onto a QCM chip surface [@bib0190]. In this work, which claims the first application of MIPs for clinical early diagnosis of dengue-infected biological samples, the polymerization process leaded to the formation of aminoacid-like cavities that selectively recognize the epitope site of the NS1 dengue protein ([Fig. 1](#fig0005){ref-type="fig"} ). These artificial receptors, apart avoiding the need for synthesizing monoclonal antibodies, provide improved assay specificity by avoiding both contaminant anchoring and non-specific binding of NS1 protein molecules to the imprinted analyte-specific polymer cavities [@bib0195]. In addition, clinical samples often do not require dilution or other pretreatments for effective analysis [@bib0150]. Antigens from all the four serotypes (confirmed by PCR and/or virus isolation) were successfully detected. This MIP-QCM chip, whose results agreed with those of conventional EIA, was able to diagnose dengue infection in less than 1 h and exhibited good sensitivity and specificity when compared to reported monoclonal antibody-based chips for DENV2 [@bib0185], [@bib0200]. In the future, the use of subgroup-specific glycoprotein-E cross-reactive epitopes as the template may be useful to distinguish dengue serotypes. More recently, a piezoelectric genosensor for detection of a DENV2 oligonucleotide sequence obtained by RT-PCR was developed, through specific hybridization with the complementary oligucleotide immobilized onto a QCM surface [@bib0205]. Amplification of the detection signal was achieved through interconnected oligonucleotide-attached gold nanoparticles (GNPs) hybridized on a stepwise, layer-by-layer process with the gold surface-grafted oligonucleotide duplex. Since each primary binding event is amplified through successive hybridization events between complementary oligonucleotides (probe and target), not also the detection sensitivity, but also the specificity of DNA hybridization, are greatly increased. DENV2-specific probes were tested against all the four serotypes, but only responded positively to the homologous genomic region of DENV2. This QCM method was able to detect DENV2-specific RNA plaque titers as low as 2 PFU ml^−1^ and exhibited a linear concentration range up to 2 × 10^6^  PFU ml^−1^. Moreover, sensitivity and specificity comparable to those of real-time PCR methods were claimed. In addition, the method is label-free (thus avoiding the usual drawback of signal lost by gradual leakage of the label) and does not require expensive equipment, certainly valuable features for in-the-field applications. In spite of all these methods, piezoelectric biosensing in liquid phase is prone to complex interactions between interfacial parameters [@bib0210] and to innumerous environmental interferences over the detection signal (including small air fluctuations), the reason why it is only hardly applicable outside laboratory facilities, in highly uncontrolled conditions.Fig. 1Scheme of a MIP-QCM biosensor for specific detection of the NS1 dengue protein antigen. (a) Synthesized NS1 dengue protein specific epitopes are used as templates for oriented imprinting within a suitable MIP matrix. (b) After matrix polymerization and concomitant imprinting, epitopes are removed, leaving exposed imprinted cavities in the polymer surface. (c) Whole NS1 dengue protein molecules can now be specifically recognized and bound from a clinical sample.

4.2. Optical {#sec0050}
------------

Recently, self-assembled monolayer (SAM)-based covalent immobilization of a biorreceptor conjugate of a dengue antigen and bovine serum albumin (BSA) was performed onto a gold chip surface [@bib0215]. In this immunoassay for detection of specific IgM dengue antibodies in serum through indirect competitive inhibition, BSA, in a typical application, was employed as a blocking reagent for minimization of non-specific binding of interferents that typically exist in clinical samples, thus improving detection selectivity. The work also employed a surface plasmon resonance (SPR), by measuring an increase in the resonance angle of the surface-deposited sample in the presence of dengue virus. The SPR technique has been useful as a way to circumvent the typical signal resolution of optical fibers and other photonic devices. Unlike the traditional immunoassay formats, SPR allows real-time and label-free analysis. Nevertheless, miniaturization of optical and electronic components of SPR-based devices is still a difficult issue aiming point-of-care applications [@bib0220]. Instead of the common methods that use an oligonucleotide probe with a covalently linked label (*e.g*., a fluorophore), a cheap and simple dengue biosensor employing a liposome-labeled universal reporter-probe (to bind any of each dengue serotype-related targets) and four sequence-specific probes (one for each serotype) was reported [@bib0225], where the liposomes allowed signal amplification. Rapid electrochemiluminescent detection (within 15 min) and serotype-discrimination after dengue genome amplification were obtained after nucleic-acid sequence-based amplification (NASBA), a PCR-based technique for thermal-cycling amplification of RNA. A significant advantage of electrochemiluminescence over fluorescence is that it is not affected by a background optical signal coming from the biological sample, which makes the technique very useful for detecting low levels of biomolecules. The sandwich technique integrates a liposome-coupled reporter-probe and a membrane-immobilized biotinylated capture-probe, such that the amount of tagged liposomes is proportional to that of sample RNA. Unlike fluorescence, chemiluminescence does not require an excitation optical source and is not subjected to quenching phenomena. Moreover, it is also highly sensitive and relatively low costly [@bib0230]. In parallel, liposome-based signal amplification provides an excellent signal-to-noise (S/N) ratio since liposomes carry many fluorophore molecules. Unfortunately, NASBA requires careful handling and storing of molecular targets, since RNA is inherently much more liable than DNA. Although this results in decreased risk of contamination, it also limits the use of RNA amplification-based techniques for in-the-field applications, including epidemiological studies [@bib0235]. In the study, 'cold probes' (unlabeled oligonucleotide probes) were used against serotypes 1 and 4 to prevent false-positive signals due to cross-reactions from these serotypes. Given the fact that DENV1, 2 and 4 were correctly identified, whereas DENV3 exhibited significant cross-reactivity with serotypes 1 and 4, designing a 'cold probe' for DENV3 would be a valuable contribution for more accurate DENV3 identification. The performance of three available MAC-EIA schemes (chemiluminescent, colorimetric and commercial Panbio^®^) [@bib0240] was compared with that of a pioneering chemiluminescent optical fiber immunosensor for detection of DENV2 IgM antibodies in serum samples. The immunosensor exhibited good specificity and excellent sensitivity, with a lower detection limit than the three MAC-EIA formats and sensitivity at least 10--100 higher than that of the respective colorimetric test, which is of particular interest for diagnosis of asymptomatic dengue disease. Rapidity was also higher with the chemiluminescent immunosensor than with chemiluminescent MAC-EIA. However, difficulties in surface binding might explain the poorer reproducibility of the optical fiber sensor compared with that of MAC-EIA. Microsphere-based immunoassays with covalent binding between an antigen or antibody to microspheres (microbeads) have been considered promising alternatives to enzymatically labeled MAC-EIA owing to their rapidity and ability for multiplexed serological analysis, as well as to the possibility of testing optically opaque samples [@bib0170]. Magnetic particles allow improved detection specificity by magnetically controlled removal of nonspecifically bound magnetic beads (magnetic washing) [@bib0245], thus avoiding the elimination of the time-consuming washing step of unspecifically bound molecules. A biosensor fabricated through standard complementary metal oxide semiconductor (CMOS) manufacturing was developed, in a format analogous to EIA, for detection of dengue IgG in clinical serum samples via magnetic labels [@bib0105]. The sensitivity of this disposable prototype, in the form of an array sensor chip, was similar to that of EIA. This platform, built by inexpensive and straightforward mass production technologies, was claimed to be easily applied to existing EIA protocols and reagents. Unfortunately, magnetic washing and the intrinsic variability of commercial magnetic beads may decrease the sensitivity of detection. An innovative microfluidic immunoassay system for simultaneous detection of dengue IgM and IgG operates under flow-injection analysis (FIA) mode and contains a sample pre-treatment module to enhance sensitivity [@bib0090]. The system uses magnetic beads attached to capture antibody/dengue virus complexes that specifically recognize serum IgG or IgM. After on-chip magnetic isolation of these sandwich-based bead complexes, specific fluorescent-labeled secondary IgG or IgM dengue antibodies are bound and the whole complexes transported into the detection module. Purification of these complexes from serum samples is responsible for improved detection limit (21 pg) and assay time (within 30 min). A slight variation of the liposome-based electrochemiluminescent setup described above was reported, referring the immobilization of a magnetic sphere/capture probe complex onto a permanent magnet in a detection region, and built in a microfluidic format [@bib0250]. Liposomes were filled with dye molecules for detection of a synthetic DENV3-related RNA sequence by fluorescence microscopy, with inherent signal amplification (and hence to increased sensitivity). Based upon these two layouts, an optical biosensor with a polyethersulfone membrane-immobilized universal reporter-probe and dye-filled liposomes was developed for dengue genome detection. This scheme was applied to the specific identification of the four dengue virus serotypes in a single multianalyte assay, instead of four independent assays [@bib0255]. The design of the multi-analyte sensor was based on a prior investigation about cross-reactions between the four serotypes. This was undertaken with four independent, serotype-specific single-analyte biosensors (*i.e*., with single capture zones). Among them, biosensors for serotypes 2 and 4 were highly specific, whereas for serotypes 1 and 3 showed cross-reactivity with DENV4. In this study (the final multi-analyte biosensor) with amplified dengue virus RNA sequences from all serotypes, 92% reliability (correct serotype identification) was obtained. This biosensor was also successful in detecting concurrent infecting serotypes from mixed clinical samples. By taking advantage of this previously known technology for immunochromatographic RNA detection, the same sandwich scheme was further employed in a lab-on-a-chip format comprising sample preparation and detection, with separated modules for cell lysis, RNA purification, NASBA and detection [@bib0165]. The system showed to be feasible for detection of messenger, ribosomal and genomic RNA. In this way, liposomes, reporter probes and beads were incubated with amplified target prior to introduction of the mixture into the microchannels where sandwich complexes were then magnetically captured and detected by fluorescence microscopy. Unlike in the previously described biosensors, a nonionic surfactant was used to easily disrupt liposomes; in this way, rapid releasing of dozens of thousands of fluorophore molecules occurs to the bulk solution, thus resulting in a remarkable increase of the fluorescent signal owing to the elimination of fluorophore self-quenching. This large signal amplification for each binding event provides very sensitive, quantitative and fast detection of biological targets. In another work, this setup was successfully applied to accurate RNA identification, after amplification, of all four dengue virus serotypes, within only 20 min [@bib0260]. Identification of serotypes 2, 3 and 4 was unambiguous, but DENV1 cross-reacted significantly with DENV4. The assay was previously optimized with a synthetic DENV3 RNA fragment and achieved similar sensitivity to that of standard electrochemiluminescence detection [@bib0235]. In addition, the lysed liposome approach was compared to the intact liposome one, with the first achieving a slightly better performance. However, the lysed liposome strategy has an intrinsically more complex design than that of intact liposomes, since no second channel and sample flow switching are needed. Solving this problem may implicate turning back to the intact liposome layout, although with a decreased fluorophore concentration, in order to lower self-quenching, so enhancing the signal for intact liposomes. Unfortunately, fluorescent and other optical transducers usually require expensive and complex microscopes and electronic peripherals. This has hindered cost-effectiveness and miniaturization of these devices towards truly point-of-care diagnostics. Very often, the ultimate limit is single molecule detection at the sub-milliliter level, which dramatically increases the probability for occurrence of false-positive or false-negative results. Therefore, techniques able to directly detect unamplified (intrinsic) analytes or signals from clinical samples while still envisaging single-molecule detection still lack. With this aim, single dengue viral particles were detected in serum samples, through binding to a dengue-specific antibody, with a microfluidic array coupled to detection by fluorescence cross-correlation spectroscopy (FCCS) [@bib0265]. The microfluidic array confined the dengue bulk solution into femtoliter volumes, whereas the recently developed FCCS technique [@bib0270] was able to detect single binding events between dengue virus particles and specific dengue antibodies. The method is based in cross-correlation between fluorescence spectra fluctuations from the virus and the target, both labeled with fluorophores that exhibit different colors upon excitation. Perfect cross-correlation occurs when the two differently colored reactants bind each other ([Fig. 2](#fig0010){ref-type="fig"} ). FCCS derives from fluorescence correlation spectroscopy (FCS), a technique for single molecule detection and simultaneous characterization of molecular interactions in homogeneous solutions [@bib0275]. The use of FCCS permits to surpass the two main limitations of auto-correlation analysis provided by FCS. These include limited sensitivity for low concentration species (since the diffusion time of the virus/target complex is larger than that of the free target, and hence the auto-correlation profile of the mixture is almost exclusively derived from unbound target) and dependence on the geometrical size of the reactants, caused by undistinguishable formation of the virus/target complex (true events) or target self-aggregation (false positives). In conclusion, given the reliability of cross-correlation for biosensing of probe-target complex formation, the above mentioned study with FCCS integrated with a high-throughput microfluidic device proved the usefulness of this method for ultra-low detection of single virus particles without any amplification procedure. However, clinical usefulness of this strategy implicates extension of single viral particle detection in femtoliter sample volumes to the microliter/sub-milliliter domain (typical of clinical samples), in order to reach improved sensitivities in the 10^−18^--10^−21^  M range [@bib0265]. Furthermore, the technique suffers from the basic constraints of optical detection, particularly expensiveness and high complexity of analytical apparatus, and complex data processing.Fig. 2Principle of FCCS applied to the detection of specific interactions between dengue virus and an anti-dengue antibody. (a) Viral particles and antibodies are tagged with fluorophores of different colors and distinct fluorescence spectra (attachment of these dyes does not affect normal virus/antibody interactions). (b) The sample is irradiated at the excitation wavelengths of both dyes (with the same or different laser sources). The emission light beam is split and then two photodetectors (tuned for the emission wavelengths of each one of the dyes) monitor the sample simultaneously. Each photodetector detects both its corresponding particle-labeling dye and the interaction, by measuring fluorescence fluctuations with time. (c) Cross-correlation analysis between the two fluorescence spectra reveals solely the virus/antibody interactions. Cross-correlation analysis allows determining the amount and kinetic parameters of the interacting species.

4.3. Electrochemical {#sec0055}
--------------------

Among reported electrochemical biosensors is a suitable combination between a potentially disposable microfluidic cartridge, an interdigitated ultramicroelectrode array and a minipotentiostat for amperometric detection of NASBA-amplificated DENV3 RNA [@bib0280]. In this sandwich hybridization assay, reporter probe molecules were coupled to redox label-entrapping liposomes for signal amplification and capture probes were coupled to superparamagnetic microbeads for magnetic isolation with a magnet in the detection region. Upon capture, lyposomes were lysed for releasing of the redox marker. Compared to a standard lab-bench potentiostat, the integrated minipotentiostat reached a detection limit 10 times lower. This small, portable and inexpensive device is therefore a viable alternative to similar schemes with fluorescent detection [@bib0165], [@bib0250]. Another work reported a genosensor employing ferrocene as an electroactive hybridization indicator for preferential attachment to single-chain DNA. The resulting unequal ferrocene concentrations near the electrode surface and therefore the distinct electrochemical responses were used for simple electrochemical detection, through cyclic voltammetry, of a dengue-related oligonucleotide synthetic sequence with a chitosan-coated glassy carbon electrode [@bib0285]. A more recent electrochemical biosensor employed concanavalin-A immobilized onto a gold electrode through GNPs and polyvinyl butyral [@bib0290]. Electrochemical impedance spectroscopy (EIS) is a sensitive and effective technique to probe the interfacial properties of modified electrodes, and was used in this work to compare confirmed dengue fever, DHF and non-infected sera samples. The distinctive patterns of impedimetric responses observed were ascribed to different glycoprotein patterns in the different sera. As with other lectins, the specificity of concanavalin-A glycoprotein for carbohydrate moieties can be used for developing specific biosensors for sugars. Therefore, this biosensor is potentially applicable on the recognition of different serum glycoprotein patterns. In conventional EIS, the toxic redox-couple \[Fe(CN)~6~\]^4−/3−^ is usually added to the electrolyte solution for measurement of a faradaic process, although its long-term presence may reduce the bioactivity of a protein layer immobilized onto an electrode surface [@bib0295]. This is certainly a favorable point to the utilization of non-faradaic immunosensors without added reagents for point-of-care applications [@bib0300]. Accordingly, a recent work describes the development of a non-faradaic, label-free EIS biosensor with thermally inactivated dengue virus, from serotype 2, immobilized onto sol--gel derived barium strontium titanate (BST) thin film pre-coating interdigitated electrodes modified with an organic SAM [@bib0295]. In the co-planar symmetric structure, both finger-like electrodes operate as a single working electrode. The BST thin film acts as a middle dielectric layer in the sandwich capacitor, *i.e*., as an effective sensing medium. In this manner, the BST film provides better coupling for the electrical field on the sensing surface rather than penetrating deep inside the electrolyte. This biosensor rendered signal outputs directly correlated with serum concentrations of dengue antibody, while signal changes upon capture of the antibody are attributed to surface conductivity changes. In fact, an increase in interfacial capacitance can be observed after biomolecule immobilization on the electrode surface. Unlike in conventional electrochemical immunosensors, this sensor uses only deionized water as the electrolyte, and is suitable for integration with external electrical measurement circuits and microfluidic channels. In a similar detection scheme with a field-effect transistor (FET) biosensor, a 69-bp DENV2 RT-PCR amplicon was detected through a specific peptide nucleic-acid (PNA) covalently immobilized onto a Si nanowire surface [@bib0305]. In such Si wire-base sensor, PNA probes are responsible for the accumulation of negative charges on the nanowire surface upon specific hybridization with the complementary DNA sequence. Thus, the resulting increase in electrical resistance may be attributed solely to the negative charges of such DNA sequence ([Fig. 3](#fig0015){ref-type="fig"} ). The label-free biosensor reached a detection limit below 10 fM within 30 min and sensitivity more than 1000 times higher than the reported method using ^32^P-labeled probes [@bib0310] and more than 10,000 times higher with ethidium bromide staining [@bib0315]. The ability to operate in a simple non-sandwich and multiplexed format makes this method suitable for early detection of dengue virus with good sensitivity and specificity. However, FET sensors usually only achieve moderate sensitivity due to significant fluctuations of the interface potential in aqueous environments [@bib0320]. Impedance spectroscopy is a time-consuming technique due to the need for recording a full spectrum within a broad frequency region, and hence its use for bioanalytical purposes has been restricted mainly to characterization purposes and as an auxiliary technique [@bib0325]. However, impedimetry-based biosensors may find a market where low cost, portability and analysis speed are required and moderate sensitivity is sufficient [@bib0330].Fig. 3Lateral view scheme of an impedimetric genosensor based on Si nanowire array/PNA. (a) Neutral PNA molecules are grafted on the surface of Si nanowires by single-point attachment. (b) After specific hybridization with the negatively charged complementary single-stranded denatured RT-PCR product of dengue virus genome amplification, accumulation of negative charges (solely derived from the dengue amplicon) near the conducting Si nanowire surface leads to an increase in electrical resistance between the electrodes.

4.4. Performance parameters {#sec0060}
---------------------------

Many performance parameters are usually employed to characterize, evaluate and standardize biosensing devices and methodologies. [Table 1](#tbl0005){ref-type="table"} presents a compilation of the claimed and reported LODs and assay times among some of the above mentioned biosensors for dengue (and cited in the literature). Despite the significant differences of LODs and even distinct forms of presenting them, significantly higher values can be observed for piezoelectric than for optical or electrochemical biosensors. It can also be observed a slight tendency of most recently reported biosensors for exhibiting lower LODs. However, as for other infectious diseases, attomolar-range LODs for successful detection of dengue viruses in unamplified biological samples must be achieved, although this is still beyond the fundamental limits of common sensing devices.Table 1Reported LODs and assay times for dengue biosensors referenced in the literature (discriminated according to the transduction mechanism and probed analyte).Transduction mechanismAnalyte (target)Limit of detection (LOD)Assay time (min.)ReferencePiezoelectricNS1 protein and glycoprotein-E0.05 μg mL^−1^30--60[@bib0155]NS1 protein1--10 μg L^−1^20--30[@bib0160]NS1 protein1.727 μg mL^−1^--[@bib0175]Glycoprotein-E0.740 μg mL^−1^cDNA2 PFU mL^−1^--[@bib0180]  OpticalIgM and IgG21 pg30[@bib0075]RNA1 nM--[@bib0205]IgM10^6^ dilutions--[@bib0215]RNA10 pM--[@bib0225]RNA50 molecules (DENV2)25[@bib0235]500 molecules (DENV3--4)0.08 attomole (DENV1)RNA0.125 nM (intact liposomes)20[@bib0240]50 pM (lysed liposomes)Viral particleSingle particle--[@bib0250]  ElectrochemicalRNA0.01 μM--[@bib0265]cDNA10 fM30[@bib0290][^1]

5. Evaluation of diagnostic tests for dengue {#sec0065}
============================================

The performance of diagnostic tests strongly depends on local conditions in which they will be used, namely differences in the characteristics of the population or the infectious agent (*e.g*., infection prevalence, genetic variation of the pathogen or host) and peculiarities of the test (*e.g*., methodology and local diagnostic practices) [@bib0335]. Therefore, the evaluation of diagnostic tests should ideally be carried out in such particular conditions, including multi-centre trials. Obviously, such test conditions will eventually determine the particular in-the-field situations in which the tests will be used. As an example, strong cross-reactivity may be acceptable if there is low prevalence of the disease in such place or setting [@bib0135]. The usual lack of proper validation and standardization of many rapid diagnostic tests for both in-the-field and laboratory usage is partially due to the fact that most laboratories use in-house rather than well-standardized assays and techniques, which strongly discourages compared analysis in aggregate. It is thus important that national or reference healthcare entities establish quality assurance programs that guarantee the production of reference materials and protocols for effective quality control of rapid diagnostic tests [@bib0170]. In this regard, the Special Programme for Research and Training in Tropical Diseases (TDR) (sponsored by UNICEF, United Nations Development Programme (UNDP), World Bank and WHO) and the Pediatric Dengue Vaccine Initiative (PDVI) have underpinned an extensive collaborative program aimed to evaluate the performance of commercially available diagnostic tests for dengue, especially IgM-based EIA assays and rapid diagnostic tests [@bib0135], mainly on the basis of comparison among them. A specific goal was the assessment of the different patterns of immunoglobulin antibody responses, especially when envisaging accurate diagnosis of acute dengue infections. To accomplish this task, the tests were assayed against a panel of well-characterized serum specimens from persons with confirmed dengue infections and from others with confounding infections and conditions. The inclusion criteria were positive identification of all four dengue serotypes, correct identification of primary/secondary infections and discrimination from other flavivirus and dengue-like diseases, high specificity towards systemic disorders and good performance for various geographical conditions. The evaluation comprised four EIA tests and the rapid tests DuoCassette (Panbio Diagnostics), SD Bioline (Standard Diagnostics) and Dengucheck (Zephyr Biomedicals, India), which are all immunochromatographic tests, and the HapalyseM (Pentax Corporation, Japan), a particle agglutination-based test. Three of the EIA kits showed good agreement with reference standards, although, in general, have rendered false-positive results for dengue IgG-positive, rheumatoid factor-positive and dengue IgM-negative/malaria-positive serum samples. In this last case, test usage in settings or regions where both dengue and malaria are endemic must be discarded. The HapalyseM test exhibited sensitivity comparable to the high-performing EIA tests, although the specificity was somewhat inferior to those of the remaining rapid tests. The Dengucheck test exhibited, by far, the lowest sensitivity. The specificity of the lateral flow-based rapid tests was similar to that of EIA tests. Among the tested rapid tests, the three lateral flow tests reached higher classifications than the Hapalyse M or the EIA tests concerning ease-to-use. Even so, to all the four rapid tests, difficult result interpretation (basically due to weak bands in the strip) was claimed ([Table 2](#tbl0010){ref-type="table"} ). As a whole, it can be stated that the performances (in terms of sensitivity and specificity) of the rapid tests did not agree with those of reference standard assays as much as those of EIA tests. One major limitation of these evaluation studies is the presumable underestimation of test specificity; in real situations, it is unlikely that all potential causes of false-positive results would be present simultaneously. Moreover, since the four dengue serotypes were not represented in equal proportions in the sample panel (in particular, the small number of DENV4 samples reflected its rarity in most regions), the evaluation of some kits towards primary infections caused by all four serotypes could not be completely assessed. Since most rapid diagnostic tests are targeted to be used by the patients themselves (who, obviously, lack the expertise to properly evaluate and assess the performance of such tests), the Standards for Reporting of Diagnostic Accuracy (STARD) initiative developed a sequenced checklist to guide adequate report of the results from evaluation studies on diagnostics [@bib0340]. Similarly, and recognizing the enormous potential threat of dengue disease introduction in Europe, the European Union started, in 2006, the DENFRAME project, aiming to improve the management of dengue disease among human populations, especially in Asia and Latin-America [@bib0345]. One of its working programs involves the development, standardization and automation of novel rapid diagnostic test kits for dengue diagnosis. A complete validation program must include a multi-centre evaluation, which ensures accuracy and robustness of the test, as well as reproducibility of the results within and among different assays and lots. Taking into account the seriousness of clinical applications and implications of rapid diagnostic tests, a full evaluation program of these tests must include, apart performance evaluation (validation), the additional steps of quality control and quality assurance [@bib0055]. Quality control guarantees correct functioning of the devices with prolonged use, but traditional procedures normally employed for traditional laboratory devices are not feasible for disposable rapid tests. In such cases, randomly selected units from any production batch of a lot must be assayed and compared to infer reproducibility. A final quality assurance program, on the other hand, demonstrates the readiness of the tests to be introduced in routine clinical diagnosis. Institutional evaluation programs, like those mentioned and described above, are thus meritorious attempts for finally establishing some order and comparison criteria among the vast portfolio of rapid diagnostic tests already available -- although still lacking standardization -- for dengue and other infectious diseases.Table 2Main characteristics of rapid diagnostic tests for dengue and results of the TDR/UNICEF/UNDP/World Bank/WHO/PDVI evaluation program.DuoCassetteHapalyseMSD BiolineDengucheckProbe (antigen)Recombinant DENV1--4DENV1--4Recombinant DENV1--4 glycoprotein-ERecombinant DENV1--4 (undetermined serotype)Target (antibody)IgM and IgGIgMIgM and IgGIgM and IgGSensitivity (%)[a](#tblfn0005){ref-type="table-fn"}78986121Specificity (%)[a](#tblfn0005){ref-type="table-fn"}91779087Assay time (min.)159015--2015Requires additional equipmentNoYesNoNoRequires low-temperature storageNoYesNoNo[^2]

6. Highlights for the future {#sec0070}
============================

This section focuses some promising themes for the future of biosensor development, although no reports or citations have been found on the literature concerning specific applications of many of these themes for the diagnosis of dengue disease.

6.1. New immunochromatographic platforms {#sec0075}
----------------------------------------

New schemes for conventional lateral flow rapid tests, especially in the form of cassette kits, may offer additional advantages over traditional formats, namely the need for smaller sample volumes, no need for dilutions and decreased complexity. As an example, the recently developed cassette colorimetric test from Panbio Diagnostics (Australia) was successfully applied to the diagnosis of acute-phase dengue disease in individuals from a South American-endemic region [@bib0045]. The cassette also performed better than conventional EIA, with acute phase serum, in terms of sensitivity. Meanwhile, specificity was similar to those reported for the conventional Panbio lateral flow tests [@bib0075]. Thus, the Panbio cassette is effective for early detection of dengue IgM antibodies in acute febrile patients, for use in laboratory settings and by non-skilled individuals as well. Bio-Manguinhos, the technical and scientific unit of the Brazilian Fundação Oswaldo Cruz (FIOCRUZ) public health research institution, signed a technology transfer protocol with Chembio Diagnostic Systems (USA) for the development of new rapid diagnostic tests for leptospirosis, canine leishmaniosis and HIV [@bib0350]. The three new products are based on the Chembio Dual Path Platform (DPP^®^) technology, expected to be extended to other diseases in the future. This novel immunochromatographic technique essentially relies on two intersecting strips instead of a single migration strip: one for the sample and the other for a conjugated marker. Since this scheme provides more effective binding of the analyte to the binding site in the test zone prior to attachment of the conjugated marker, overall sensitivity can be enhanced 10--50 times compared to that of common lateral flow tests, while maintaining the specificity [@bib0355]. Moreover, the known lengthiness for biological fluid migration in single-path lateral flow tests may thus be obviated, especially in the case of aggregation/agglutination of larger, supramolecular analytes (*e.g*., whole cells). Results can be obtained in faster time periods with minimal volumes of different body fluids. Such rapidity comes from the possibility of new adding of buffer solution immediately after color vanishing at the test site, rather than waiting for a pre-determined (and often low accurate) time interval. In addition, this cassette platform contains five test lines, thus allowing multiplexed testing of up to five targets in the same reaction (conventional lateral-flow tests, by possessing only one strip, are not usually able to measure beyond a single analyte). For this, different colored latex particles can conjugate with different antigens or antibodies provided in the conjugated pad or in the buffer solution, thus facilitating reading of results [@bib0350], [@bib0355]. Therefore, the DPP^®^ may be considered an improved user-friendly test for point-of-care diagnosis, also holding great promise for rapid and multiplexed detection and identification of dengue virus serotypes. Another interesting and promising innovation in the field of immunochromatographic tests is the issue of patterned paper-based substrates as alternative platforms to conventional test strips and to lab-on-a-chip platforms [@bib0360]. Paper is a familiar, abundant, cheap, easy-to-use, stable and disposable (easily and safely recyclable by incineration) material; moreover, many standardized printing techniques (*e.g*., photolithography and inkjet printing) are already available for its functionalization with polymers, biological species and other elements. Mass production of such devices showed to be feasible by coating paper, through inkjet printing, with inks of biomolecule-attached microgel, a suitable material to link biomolecules to paper substrates, thus preserving biomolecule activity after printing [@bib0365]. Being usually white, paper is a suitable material for implementing colorimetric tests (namely with enzymes or small-molecule dyes), by providing high contrast with colored substrates. Since color intensity in the detection region is usually a function of the analyte concentration, quantitative measurements are enabled. Other detection methods, however, are also feasible, like electrochemiluminescence and radiolabeling [@bib0370]. An enormous advantage of paper-like substrates over solid-support lab-on-a-chip devices and classical porous immunochromatographic substrates is, owing to the fibrous nature of paper, its intrinsic ability for pumping liquid biological samples along imprinted channels by simple capillarity, thus avoiding the need for external pumps and pressure sources [@bib0375]. In addition, expensive infrastructures, like clean rooms, are not required for fabrication of sophisticated microdevices through advanced printing techniques [@bib0380]. Most of the works with paper-based devices have pointed towards multi-analyte (multiplexed) detection, as a convenient extension of the conventional lateral-flow test abilities, by linking a single patterned inlet with various detection regions [@bib0385]. However, some recent works have proposed the opposite approach, *i.e*., multi-analyte detection by converging multiple inlets into a single outlet and detection region, through controlled transport of liquid samples, by suitable tailoring of the network geometry and fluid flow rate, which is required for autonomous driving of multi-step sequences [@bib0390], [@bib0395], as seen in [Fig. 4](#fig0020){ref-type="fig"} . In this way, more complex processes such as chemical amplification, which requires multiple and sequential reagent delivery and washing steps, can now be extended from the high-performing laboratory bioassays to simple point-of-care devices, as a way to enhance the sensitivity of detection, while maintaining easiness-to-use and pricing comparable to those of conventional lateral-flow tests. Hence, these improved paper networks may circumvent the usual lack of sensitivity faced by many current lateral-flow tests unless more complicated and expensive reagents (*e.g*., particle nanolabels) or instrumentation (*e.g*., light sources or detectors) are used [@bib0395]. In addition, such complex multi-tasking processes require no more than a single-user activation step, a significant advantage when compared to current lateral-flow tests and even with the Chembio DPP^®^, which requires an additional user washing step after label binding in the detection region [@bib0360]. Ongoing advances in theoretical studies for optimization of engineering design and fluid flow in two-dimensional paper devices [@bib0400] will certainly increase the powerfulness and usefulness of these tests for point-of-care diagnosis in resource-limited regions and settings. Alternatively, the performance and flexibility of paper-based analytical devices can also be enhanced by passing from two- to three-dimensional structures. In fact, it is likely that the complexity of three-dimensional paper-based structures may be higher than that of devices based on conventional plastic frames. As an example, the common steps of cell separation and removal and further sample processing may be significantly improved along with liquid wicking throughout the inner layers of the device, until final detection [@bib0375]. Despite all these advantages, some concerns must be raised regarding the future of paper-based kits, namely: (a) the ferocious competition of conventional laboratory and lab-on-a-chip analytical devices in terms of sensitivity, accuracy, quantitative outputs and multiplexed ability; (b) the device stability (shelf-life), especially under long-distance transportation and long-time storage at room temperatures; (c) the complexity and current lack of knowledge about fluid flow and biomolecule immobilization and biorecognition onto paper matrices [@bib0405]; (d) research dispersion efforts towards the exploitation and application of novel nanostructures and nanoscaled effects in point-of-care tests [@bib0410], [@bib0415]. Nevertheless, it is expected that these devices may constitute an example of the desirable combination between the simplicity and the inexpensiveness of common diagnostic test strips and the analytical abilities of microfluidic analytical devices.Fig. 4Some possible network geometries in two-dimensional analytical devices with control of fluid transport for sequential delivery of reagents (arrows indicate fluid flow directions). Sub-figure (a) uses multiple staggered inlets to a common way out, whereas sub-figure (b) employs a geometry of non-overlapping flowing channels. The arriving times of fluids 1--3 to the detection region (after simultaneous introduction into the three inlets, in growing volumes, through a single activation step) depend on the engineered length and width of the traveling channels. As such, in (a) and (b), both channel length and width increase from inlet 1 to 3, thus assuring a decreasing flow rate and hence a slowing fluid transport in that sequence.

6.2. New biosensing surfaces {#sec0080}
----------------------------

Biosensor surfaces are not only supports for biomolecule immobilization and hence for occurrence of the biorecognition event, but also a part of the signal transduction mechanism itself. Apart the improvements in signal processing, finding suitable supports for immobilization and optimizing such process are of crucial importance for biosensor conception and development. In this regard, new and improved biomaterials have emerged as attractive and suitable platforms for the development of biosensors. In modified carbon pastes, high conductivity, chemical inertness, working potential range, surface area and charge transport speed are common highlights. Other advantages include low electrical resistivity [@bib0420], easy surface renewal and possibility of embedding the electroactive compound into the carbon paste matrix (thus avoiding the problem of leakage of the adhered coating). These composites, however, usually render low biosensor stability and reproducibility [@bib0425]. Redox hydrogels represent another class of biomaterials for biosensing. They have improved charge transfer ability, chemical inertness and biocompatibility, owing to the high water content [@bib0430]. However, the tendency for swelling in water or organic solvents may impair efficient usage for biosensing [@bib0150]. In this regard, sol--gel matrices appear as advantageous alternatives for their negligible swelling in solvents. Other pinpoints include operation at room temperature (ideal for labile biomolecules), easy access of the analyte to the probe immobilized within the porous sol--gel network, physical rigidity and chemical inertness, as well as high optical transparency and high photochemical and thermal stability [@bib0435]. In general, however, solid--gel matrices exhibit low sensitivity and reproducibility. Undesirable changes in the biochemical properties of entrapped species may occur [@bib0440], ultimately leading to biological inactivation. Sol--gel materials have also low conductivity and weak resistance interference, important setbacks in electrochemical biosensors. In this way, sol--gel hybrids have emerged as convenient alternatives, by combining the rigidity of sol--gel materials with the biocompatibility of hydrogels, thus avoiding the unwanted effects of sol--gel cracking, hydrogel swelling and leakage of the immobilized biomolecule [@bib0445]. Bilayer lipid membranes (BLMs), usually formed by lipid molecule casting from organic solvents or aqueous vesicle dispersion and subsequent surface-binding [@bib0450], constitute another class of biocompatible immobilization matrices. BLMs also allow better electron exchange between redox biomolecules and electrodes. Tighter and more stable attachment of BLMs to solid conductive surfaces has been achieved through self-assembly or by deposition onto conductive polymers [@bib0440]. Physicochemical instability of immobilized biomolecules and the resulting lack of reproducibility and unreliability are major concerns in current biosensors (especially affinity-based biosensors, namely immunosensors and genosensors) [@bib0150], but the newly developed MIPs may surpass such limitations. MIPs are formed by solvent removal of polymer-entrapped biomolecules, leading to the formation of imprinted nanocavities that become a permanent 'memory' of the size and shape of extracted molecules. The imprinted polymer will then be able to selectively rebind the complementary printing molecule [@bib0455]. With these tailored surfaces, with predetermined selective molecular recognition properties, the use of conventional and labile immobilized biomolecule-based surfaces can be avoided. However, further improvements in MIP-based biosensors must rely on sensitivity, selectivity and reusability (related with surface regeneration ability) enhancement. Indeed, this last property is one major highlight of 'smart' polymers, a new kind of transducing surface amenable for biosensor development. These polymers can undergo large physicochemical structural changes in response to small changes in external conditions (*e.g*., temperature, light, electromagnetic fields and pH) [@bib0150]. In general, when the external physicochemical stimulus reaches a given threshold, sudden collapse of the polymer structure rapidly triggers pronounced conformational changes in attached biorecognition molecules. When a reverse stimulus is applied, both the polymer and the attached biomolecule regenerate their original configurations and bioactivities, making possible the use for multiple cycles of biosensing. It is expected that, by yielding a type of 'yes/no' response, 'smart' polymer-based biosensors may be used as suitable molecular switches for bioelectronic applications [@bib0460].

6.3. Nanobiotechnology {#sec0085}
----------------------

Nanotechnology has provided a brand new range of structures and tools with improved physicochemical characteristics for manipulation of biological systems, the so-called field of nanobiotechnology. In particular, conception and development of biosensors and rapid diagnostic tests has greatly benefited from this advent. Nanomaterials may act not only as immobilization supports, but also as signal amplifiers. Metal nanoparticles (especially GNPs) are probably the best known and widely used nanostructures for biosensing. By providing high S/N and stability, metal nanoparticles can be more advantageous than fluorescence labels [@bib0465], being also suitable for incorporation into high-density microchip-based devices. In addition, they are easily synthesizable and functionalized at room temperature, commonly by simple self-assembling [@bib0470]. In particular, nanoparticles can be combined with fluorescent tagging and detection in the form of the so-called quantum dots (QDs), a kind of nanoparticles much brighter (due to the high quantum yields) and photostable than conventional fluorophores. Their color directly correlates with particle size, with emission of a single and well-defined wavelength after excitation [@bib0475]. The peculiarity of having highly non-overlapping broad absorption spectra and narrow emission spectra, allied to the possibility of exciting QDs of different sizes (and hence different emission peaks) with a single-wavelength excitation source, makes these particles suitable for multiplexed analysis of complex biological systems, by labeling different biological targets with QDs of different sizes [@bib0480]. Carbon nanotubes (CNTs) constitute another emerging kind of nanostructure for biosensor construction by their ability to bind, on their surfaces, a large diversity of bioactive biomolecules, through covalent and non-covalent interactions. They belong to the fullerene chemical family, roughly resembling hollow cylinders, with the porous walls composed of carbon networks, and behaving like microcrystals with molecular dimensions [@bib0485]. This configuration assures an enlarged area for immobilization of biomolecules. CNT electrical conductivity is comparable to that of copper and much higher than that of polymers [@bib0325]. They are also physically robust and chemically inert towards most chemicals [@bib0490]. These characteristics favor a peculiar range of improved electronic properties that make CNTs ideal for biosensing. This usually relies on CNT surface functionalization as a way to enhance biocompatibility and improve selective binding to biotargets [@bib0150]. Adding CNTs to conducting polymers decreases charge transfer resistance and mass-transfer impedance at a higher extent than other nanomaterials [@bib0495]. The manufacture of CNTs, however, is complex, and usually results in high structural variability within the same pool of CNTs, with subsequent lack of reproducibility in electrical properties. Nanotube arrays of high density may not only minimize this setback (due to the statistical average effect), but also lead to multiplexed analysis of many biological targets, namely cheap and simultaneous detection of many specific genes [@bib0490]. CNT/GNP composites, produced after functionalization of CNT surfaces, have also been employed for very sensitive and selective detection of biotargets [@bib0150]. Conducting polymer nanowires, namely from polyaniline, have also been developed as suitable nanostructures for ultrasensitive biomolecule detection. Apart easy processing, they possess large surface areas, high chemical specificities and tunable conductivities [@bib0500]. By their quasi-one dimensional structure, nanowires provide highly sensitive and specific detection and hence high surface/volume ratio. Nevertheless, applications in electrochemical biosensors are limited for the difficulty of adhesion to patterned electrodes [@bib0150]. New DNA/protein conjugates have recently emerged as valuable nanoengineered structures for medical diagnostic biosensors, given the wide range of interactions observed between these components in many cellular processes [@bib0505]. A remarkable example concerns PNAs which, by possessing a neutral peptidic backbone (unlike true nucleic-acids), allow highly specific and selective binding of a DNA counterpart at low (and relatively varying) ionic strength, being therefore amenable to probe DNA hybridization [@bib0510]. An interesting structure for single-molecule DNA detection is the DNA nanopore, usually formed by covalently linking a specific single-chain DNA-probe to the pore of a protein (*e.g*., *Staphylococcus aureus* α-hemolysin). The detection principle relies on the production of distinctive patterns of ionic current changes for each different single-chain DNA that crosses the nanochannel, according to its average time interval of binding to the immobilized chain, with direct correlation with the complementarity degree between them. Target-DNA chains can thus be detected with single-base resolution [@bib0515]. Some drawbacks of this system are unfeasibility for nucleotide sequencing since DNA sequence nucleotides within the pore at a given instant contribute indistinctively to the overall resistance [@bib0520] and also to the effect of using high frequency currents to decrease the experimental noise. Even so, the possibility of being an alternative to high-density probe microarrays is very attractive for a next generation of nanopore-based biosensors [@bib0325]. Magnetic nanoparticles (also known as magnetic nanobeads, magnetic nanospheres or simply nanomagnets) are also emerging as interesting structures for biosensing purposes, for their ability to stably bind biological targets. Magnetic particles, in general, can be easily manufactured in a wide range of micro- or nanosized diameters. Basically, magnetic nanoparticles are similar to their microsized counterparts (magnetic microbeads) concerning structure, biological reactivity, biorecognition mechanisms and characteristics. Compared to the typical huge amounts of magnetic nanobeads, even low amounts of magnetic microbeads can be more easily detected, by simple optical microscopy or magnetic detection. However, the higher surface/volume ratio of nanobeads provides much more binding sites for bioprobe and biotarget anchoring, and hence a higher S/N ratio. Maximization of this parameter is extremely important in label-based systems, whose performance (sensitivity, selectivity and reproducibility) is much more dependent on the level of non-specific background signals than on the ability for label detection [@bib0525]. Moreover, the use of nanomagnets allows avoiding the size mismatch between microsized magnetic labels and nanosized biological probes and targets. When magnetic particle-bound bioprobes capture the biotarget under exposure to a strong magnetic field, collective alignment of the magnetic moments of magnetic particles occurs, yielding a measurable and specific signal. This signal is given by surface-bound magnetic particles and is proportional to the biotarget concentration. Since the magnetic signal of each functionalized nanomagnet depends on its spatial orientation and unbound magnetic nanoparticle/bioprobe complexes are randomly oriented, there is no net signal from this set of particles, which is responsible for the earlier-mentioned magnetic washing effect. Very often, these magnetic labels are used for separating and pre-concentrating the biotarget rather than for the detection step itself (in which an additional label, usually a metal nanoparticle or a fluorophore, is employed). The detection strategy commonly relies on an initial capture of the target by the probe-functionalized nanomagnet followed by releasing ('debinding') for final detection. This may be a significant improvement for the detection, for example, of viral genome RNA, since RNA enrichment due to magnetic confinement also precludes the effect of common interferents and inhibitors of RNA usually existent in thermolysed viral-containing samples [@bib0530]. This multi-step process, however, may result in delayed analysis and sample dilution. Moreover, wider applications of magnetic nanoparticles in biosensors will require enhancement of field sensitivity and reduction of noise background [@bib0535]. Finally, it is noteworthy the combination of nanomaterials with new biosensing surfaces, like sol--gel materials, for synergic improvement of individual performances, like better conductivity and, in general, to remarkable signal amplification.

6.4. Telemedicine {#sec0090}
-----------------

Another milestone in biosensor development concerns the issue of data processing. In fact, the usage of rapid diagnostic tests by non-experts may lead to misuse and result misinterpretation, a clear example being the very common and improper usage of colorimetric test strips by patients with disturbed visual accuracy. A balanced merging between in-the-field testing with remote data analysis and interpretation by competent clinical staff may be desirable. In this regard, telemedicine emerges as an attractive system for healthcare improvement in developing countries for allowing unskilled persons to provide useful healthcare in remote settings [@bib0375]. This will certainly benefit by the unending advances in information technology, especially focused on the development of miniaturized analytical devices with integrated hardware (namely image acquisition through cell phone cameras) and suitable software for storage of results. These can be downloaded to hard copies or directly transferred on-line for a remote healthcare unit central for processing and interpretation by expert personal. Processed results can afterwards be returned to the tester, almost in real-time [@bib0540]. Interesting applications of the telemedicine approach have already been developed by coupling to patterned paper-based microfluidic platforms for point-of-care remote multiplexed testing [@bib0545]. Since color intensity of an image strongly varies with local lighting and user-dependent conditions, further improvements in local image capturing must be achieved as a way to provide more accurate remote interpretation of results [@bib0375].

6.5. Mass spectrometry (MS) {#sec0095}
---------------------------

MS is another promising technique for detection and identification of pathogens and other microorganisms, although representing a different paradigm of detection. Coupled to powerful computer software, MS is able to unambiguously detect the presence and quantify unidentified microorganisms in unknown samples by comparing the resulting mass spectra with those included in databases of infectious agents. The system is also able to relate such unknown organisms to those encountered formerly, which could be used for not only straightforward identification of dengue serotypes, but also dengue genotypes during an outbreak. In the form of a commercial packaged integrated platform, this strategy was already applied successfully for inclusion of the human severe acute respiratory syndrome (SARS) virus into the coronavirus family [@bib0550] and as a rapid and inexpensive method for global surveillance of emerging influenza virus genotypes [@bib0555]. Miniaturization of MS devices still remains a hard challenge, but customized kits comprising modules for genome extraction and amplification by PCR are already available for several infectious agents [@bib0170]. It is likely that current rapid diagnostic tests correspond to a time-bridge between conventional laboratory apparatus and future non-invasive sensors for *in vivo* monitoring [@bib0055].

7. Conclusions {#sec0100}
==============

In general, rapid tests for point-of-care analysis still suffer from skepticism from the world medical community, for which the questionable validity/usefulness of single-analyte measurements and the interpretation of results by non-clinicians have certainly contributed. In addition, proper validation and standardization of such tests are still required, without which regulatory approvals for testing and commercialization are hardly obtainable. Nevertheless, the suitability of rapid diagnostic tests demonstrated by the validation processes must be complemented with additional figures of merit for implementation in routine diagnosis. Dengue virus is difficult to cultivate and propagate in laboratory, probably due to its wide geographic serotypic and genotypic variability, which has been a major obstacle towards the development and implementation of rapid diagnostic tests for dengue infections. There is still a long way to run from in-the-bench schemes and prototypes to fully developed, commercially attractive biosensing devices, whose wider utilization is still shadowed by well-established and well-performing laboratory assays. Unfortunately, the experimental prerogative for using well-defined, pure synthetic samples has often hindered detailed studies and conclusions about the effect of potentially interfering substances. Cold-chain has supported massive and adequate delivery of rapid diagnostic tests to clinical settings and end-users in remote tropical regions, but is handicapped by frequent irregular power supply in such regions and by the huge costs associated to transportation. Despite all these challenges, rapid diagnostic tests must be considered valuable alternatives rather than competitors to laboratory-based analytical devices and methodologies, even if some loss of sensitivity or selectivity must be accepted in the point-of-care testing. In fact, rapid screening of large amounts of samples may speed up proper decision making by the clinician, while conventional lab-based bioanalytical techniques can be used afterwards for confirmation and better characterization of the infecting pathogen. Reusable diagnostic tests must be avoided when dealing with infectious pathogens, thus explaining the growing interest in the development of chip-based disposable tests. It has been consensual that an efficient rapid diagnostic test for dengue disease should be a multiplexed device for detection and identification of all four dengue serotypes. Future developments and advances in fundamental and engineering sciences will certainly enrich the whole pool of knowledge about rapid diagnostic tests and will also improve micro- and nanofabrication processes for their mass production at an increasing cost-effective basis as well.
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[^1]: cDNA, complementary DNA.
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